This version is available at https://strathprints.strath.ac.uk/44978/ Strathprints is designed to allow users to access the research output of the University of Strathclyde. Unless otherwise explicitly stated on the manuscript, Copyright © and Moral Rights for the papers on this site are retained by the individual authors and/or other copyright owners. Please check the manuscript for details of any other licences that may have been applied. You may not engage in further distribution of the material for any profitmaking activities or any commercial gain. You may freely distribute both the url (https://strathprints.strath.ac.uk/) and the content of this paper for research or private study, educational, or not-for-profit purposes without prior permission or charge.
INTRODUCTION
From an optical point of view, most biological tissues can be considered as absorbing matrices, where a number of inhomogeneities, acting as light scatterers, are present [1] . When collimated near infrared (NIR) light is injected into the tissue and the collimated transmission is observed, light losses are mainly due to scattering rather than to absorption [2] . In the biomedical field, the spectral analysis of the backscattered light is usually referred to as NIRS (Near Infra-Red Spectroscopy) [3] .
In the NIR spectral region, the tissue optical absorption is dominated by blood red cell haemoglobin, that carries oxygen by fixing it in the oxygenated form (oxyhaemoglobin) in the lungs and releasing it into the tissues, thus reverting to the deoxygenated form (deoxyhaemoglobin). As the two forms present significantly different NIR absorption spectra, the overall optical properties of the tissues depend therefore on the available oxygen [4] .
Biological tissues regulate oxygen consumption by fine adjustments of local mechanical and chemical parameters (e.g. perivascular muscle contractility acting on precapillary arteriole diametre, or oxygen extraction rate). The brain shows highest oxygen consumption rates and metabolic levels than of all biological tissues, closely related to both neural and glial activities [5] in either spontaneous ongoing or evoked regimes. The energy required is primarily conveyed by oxygen and glucose, which act as limiting factors on brain performance: the brain's information-processing capacity is limited by the amount of energy available. [6] .
This fact commits with the original hypothesis of the close direct relation between oxygen consumption and brain activity and provides a rationale to functional brain imaging techniques (such as functional Magnetic Resonance -fMRI) in experimental and clinical studies [7] . As a rule, higher performance mutually relates to higher blood flow, consequent to higher metabolic requests. A further proof, in negative, is that high rate of oxygen consumption even in resting conditions accounts for the severe nervous damages in anoxia or low oxygenation levels, yet with few exceptions [8] .
Brain tissue NIRS would thus be a fast and reliable technique, capable of detecting local oxygen supply fluctuations due to specific activation states, either spontaneous [9] or not [10, 11] .
Beyond NIRS, a number of other spatially resolved techniques [12, 13] allow for living brain functional mapping. They range from multispectral optical imaging, to voltage sensitive dye imaging, to in-vivo two-photon or multi-photon microscopy. In such scenario, NIRS offers the potential to be performed either noninvasively or through a minimally invasive approach, thus constituting both a crucial single-point and a topo/tomographic complement or, potentially, a tool per se, to diagnose the biochemicalmetabolic substrate of the neural activity.
However, NIRS is burdened with a number of drawbacks, not least the poor spatial localisation, whether intended as spatial resolution in diffuse optical tomography (DOT) or single-point field-of-view in spot measurements. Moreover, as detailed further on, NIRS is imposing increasing demands on specific oxygenation modelling, requiring a reconsideration of brain oxygenation dynamics with respect to current knowledge.
Still, commercial noninvasive (transcranial) dedicated NIRS instruments [14, 15] display performances on optical fluctuations related to brain oxygen consumption activity on the hundred milliseconds time scale and with a few centimetre lateral localisation.
However, brain electrical activity may lie on much shorter time scales (in the few milliseconds range) and, most of all, on variable extensions of the involved neural networks (from tens of microns to centimetres). Thus, the question on whether the underlying metabolic activity and subsequent optical modulation may yield significant functional information, if considered on such time-space scales, is yet to be approached, and significant work is being done in the literature in this direction [16, 17] .
This scenario suggests that spatially and temporally local activity-related optical data measured directly on the brain cortex itself would deliver more correct parameters, at least for the definition of a reference framework. Furthermore, if accessible using implantable probes, such data could potentially be used for real-time functional diagnostics and detection.
Experimental optical measurements by direct vascular imaging on the brain cortex [18, 19] are already performed during surgery. As for NIRS-based intrasurgical measurements, that can access the size and time scales required and that, unlike imaging, offer potential for long-term implantable devices, the current state of the art relies on a time average of a high number of individual signals [19] , thus losing any information that may pertain to a punctual analysis of the actual temporal behaviour.
In this paper, we present a NIRS measurement setup that allows for direct and local activity-related modulation of the brain cortex infrared backscattering, aiming for a singlepoint (non-tomographic) measurement, scalable to implantable applications. In particular, we target the system towards a mesoscopic-scale measurement of the timing of singleevent metabolic activity with relation to neural activation, as this is expected to carry major information on data processing within the brain [20] . We show that a simple system, compatible with integration processes required for implant development, can deliver signals that do not require averaging for significant data to be obtained. We report measurements in a model animal system, and we perform an analysis of such measurements for consistent data extraction.
EXPERIMENTAL

-The NIRS system
The system was built around the specific requirement of evaluating the feasibility of local and fast intrasurgical stimulus-related NIRS response measurements, both for reference data production and, most importantly, for performance evaluation of potentially implantable micro-engineered NIRS probes, for the prospective detection of the metabolic activity related to neural data processing.
It consisted of an emitter and a detection probe (Figure 1 .a,b), both positioned on the cerebral cortex. Micro-engineered optical probe heads have been functionally simulated by using fibre optical coupling towards the brain cortex tissue. Moreover, as to allow potential miniaturisation, the front-end electronics has been simplified to the maximum extent compatible with the intended use. Ancillary acquisition instruments allowed for signal recording.
As emitter, we employed a 950 nm LED (Siemens LD274) NIR source. Though somewhat close to the first infrared absorption band of water, such wavelength, on which oxy-and deoxyhaemoglobin exhibit a very high differential optical contrast, has the advantage of allowing a very effective and simple shielding towards environment light of a matching detector, using readily available polymeric optical filter materials.
The LED was driven to emit continuous-wave infrared light, using a batterypowered low noise linear regulator, free of power-supply induced light modulation. We pigtailed it by simple proximity, coupling it to a 15 cm polymeric optical fibre. Namely, we exposed the LED chip by drilling into the epoxy LED chamber, and we glued the fibre into the cavity, interposing a refractive index-matching gel. We encapsulated in thermorestringent tubing the LED-to-fibre joint region, for optical shielding and mechanical strengthening. The probe was sufficiently stiff to allow positioning without any further mechanical reinforcement.
As detector, we used a PIN photodiode (Siemens BPW34F). Such detector was shielded from ambient light by a highly efficient epoxy encapsulating bandpass optical filter, with a transmission window centred on 950 nm. Again, a 15 cm polymeric optical fibre was pigtailed directly on the filter using a suitable optical adhesive and the fibredetector assembly, encapsulated on the photodiode-to-fibre joint, could be positioned without any additional mechanical stiffening.
The photodiode signal was preamplified by an extremely simple preamplifier stage, whose schematic diagram is reported (Fig 1.c) . Such stage was configured for a bandpass response, and accessed (without electronic post-equalization) time scales from 100 ms to 5 s. The preamplifier, battery-powered, was housed in an electrically and magnetically shielded enclosure, connected to the photodiode by a short (50 cm) shielded cable.
Both the source and the detector fibres were polymeric light-guides with a 1 mm core diameter. We chose this size as optimally matching the expected activated areas on the cerebral cortex for the validation protocols employed.
As, within the experimental target and applicational outlook, we aimed to metabolic activity ("optical spike") timing, both a single wavelength technique and the system bandwidth have been deemed sufficient in a cost-benefit evaluation. With simple modulation techniques [21] , no obstacle can be envisaged in extending the method to multiple wavelengths and, using known noise reduction related to synchronous detection, to faster time response, e.g. to perform fast quantitative haemoglobin analysis, at the cost of an increased electronic complexity and size. In addition, all experiments were carried out in strict observance of the ethical guidelines of the International Association for the Study of Pain [22] .
The animal model and the recording apparatus
The rats underwent preliminary barbiturate anaesthesia for the surgical experimental preparation (Pentobarbital 2.5 mg/kg/i.p.). The jugular vein and the trachea were delicately desheathed and cannulated to gain, respectively, a drug delivery access and the connection to the forced anaesthesia-ventilation device. The rats were then mounted on a stereotaxic frame and the head was firmly fixed to the frame by usual stereotactical constraints (Narishige, Tokyo, Japan). An electronically regulated thermal bed maintained the rat temperature at 37.5 o C. The scalp was delicately removed from the parietal bones and the skull planum was prepared for the placement of both the NIRS probes and the EEG electrodes. The stereotactical measures were chosen along the indications of the PaxinosWatson stereotactic brain atlas [23] . Before the placement of the probes the rats were paralyzed by intravenous gallamine thriethiodide (20 mg/kg/h) injection and connected to the respiratory device delivering (1stroke/s) an Isoflurane ® 2.5% 0.6 l/min in Oxygen 0.15-0.2 l/min gaseous mixture. Curarisation was maintained stable throughout the whole experiment by gallamine supplementary injections to avoid spurious movement interference.
Complementary EEG recordings
We performed EEG recordings to check continuously the anaesthesia levels. The (Transvertex, Stockholm, Sweden and Narishige, Tokyo, Japan). The "somatosensory"
recording probe was preliminarily positioned at the cortical dural surface. The other probe was then lowered upon the local surface on the sensory silent region. The source probe was then switched on, and the LED driven as to tune the power on the fibre tip to the dynamic range of the detection system, and namely on the order of 10 W (corresponding to a power density of 13 W/mm 2 ). After the probe placements, the EEG electrodes were positioned.
Stimulation protocol
We delivered bipolar stimuli (10 ms, 5 mA) with 25 s interpulse spacing. We connected the stimulating device to an optical isolator unit, to avoid backward current effects, and connected the isolator by an opportunely length wire to the stimulating needlelike electrodes. We then inserted gently the electrode couple into the volar surface of the posterior paw contralateral to the cortical NIRS recording probe. No spurious movements were locally generated during the stimulating periods along the paw but for a gentle finger flexion synchronous to the stimulus delivery.
The measurement protocol
The whole EEG+NIRS system was located inside a Faraday cage with all batteryoperated equipment (source probe, detector probe and preamplifier), a surgical illuminator and a surgical microscope. All ancillary instruments (digital oscilloscope -Yokogawa DL-1400 -for NIRS probe signal acquisition, thermal regulator for the bed, power supply for the illuminator) were located outside the cage.
The NIRS probes were placed, and the signal was kept under observation until a stationary condition was reached and consistently maintained.
Sequences of up to 10 stimuli, have been applied to the paw, and the corresponding NIRS signal picked up by the detector has been recorded with 20 Hz sampling frequency.
After every sequence, sufficient time was allowed for full recovery and stabilization of the stationary conditions for all measured signals, typically requiring 10-20 minutes.
EEG recordings, performed as control for the depth of anaesthesia, fluctuated in the range from 0.5 to 12 Hz, indicating sound anaesthesia levels
RESULTS AND DISCUSSION
In Figure 2 .a the NIRS signal in presence of five stimulus pulses is reported. A strong periodic oscillation is clearly visible (Fig. 2 insert) , and can be ascribed to local modulation of the optical backscattering due to the periodic oxygenation and deoxygenation of blood during the ventilation cycle.
In order to separate the respiratory-synchronous from the asynchronous components, the signal has been modellised locally, on a sliding time window with duration of one respiratory cycle, as a sinusoid offset by a linear background, i.e.
where t is the time, S is the signal, and  varies from 0 to the (known) respiratory cycle duration. Indeed D and E are known from the respiratory frequency and initial phase, while
A, B and C may be expected to carry information, and have been extracted by LevenbergMarquardt regression [24] on the given time window for . Typical results are reported in aluminium oxide scattering particles, described elsewhere [25] ) as being well above the instrumental noise, are compatible with spontaneous neural activity [11] .
In order to rule out the possibility that the stimulus-synchronous responses may be due to artefacts, such as animal movements, we have analysed the signal obtained by displacing the source probe from the activated area, and by repositioning it in a surrounding region. We verify that a displacement of the probe a millimetre in any direction on the cortical surface from the expected activated cortical region is enough for any stimulus-synchronous response to disappear. We note that this is expected, and that the test was performed as a mere consistency check only as, under the deep myorelaxation associated with the anaesthesia protocol, any muscular contraction, including contractions synchronous with the stimulus, was de facto blocked.
In Figure 3 we report a typical response to a long stimulus pulse train. Again, clearly identifiable individual responses to the single stimuli can be observed, with consistent shape and timing, in zones A and C of the figure.
In such stimulus trains there have been repetitive fading episodes of the haemodynamic response, yet in the presence of stimuli (zone B of Figure 3) , with a NIRS signal receding and then resurging with strength comparable to responsive epochs. The shift among waxing and waning epochs was often abrupt, and only occasionally gradual.
This alternate haemodynamic locking and unlocking to the stimulus may relate to the recently discovered family of complex discrepancies between the haemodynamic and the neuroelectric domains [26, 27] given that, in complementary experimental series with multiple single neuron recordings (data not shown here) neurons from the same cortical area responded faithfully, with intensity variations, to repetitive stimuli, without fading episodes.
As, in the current literature, individual optical responses to individual stimuli have never been isolated, this is the first experimental evidence of such patterns, and no further interpretation can be given at this time.
Because of the highly complex and finely distributed information decoding tasks, the brain shows high oxygen consumption rates and metabolic levels. The majority of cortical energy production is due to functional (synaptic) glutamatergic neuronal activity [28, 29] .
In addition, it has been recently shown that metabolic rates in the central nervous system are the result of composite dynamic elements. Namely, a number of studies highlighted the crucial role of glia in the overall brain energetic balance [30] . It appears that glial cells act as interfaces between neurons and capillaries, activating complex intracellular metabolisms, e.g. through cyclooxygenase and prostaglandin cycles, regulating the microvessel diametre [31, 32] .
Therefore, as it proceeds from the above issues, the cortical blood flow relies on a complex thread of metabolic and neurochemical pathways, conceptually remote from the mere expression of a haemodynamic survey. In addition, anaesthesia can influence the neurovascular coupling [33] . But, whereas studies on cognitive processes can be executed on awake animals, thus allowing for well-defined tasks and minimal perturbative factors, thus leading to a well-defined interpretation of results, e.g. subtle neurovascular processing discrepancies during task execution [34] , in somatosensory cortex studies under general anaesthesia, the lack of awareness of the subject under examination constitutes a major obstacle.
Though Isoflurane anaesthesia influences the somatosensory primary responses [35] , with tuned stimulation patterns [35] we can expect that the influence of anaesthesia on our recordings, if limited to the (mainly instrumental) scope of this paper, to be minor.
One of the most intricate points is due to the synthetic role of blood flow regulation on the many parameters that cooperate with the delicate timing synchronization to the oxygen, glucose and metabolite exchange in local microcircuits of the "tripartite synapses" [36] . Current imaging techniques on blood flow or on metabolic consumption privilege a single "argument" (e.g. oxygen consumption vs other parameters like glucose storing and metabolism).
One of the first goals to disentangle this complex picture implies the recording of the vascular response with critical adherence to fine temporal cues. Our method and our technical improvements allow indeed stringent time coherence to the trajectory of the stimulus delivery, gone unnoticed with previous techniques. This could truly represent a first step to achieve detailed understanding of brain "neuro-haemodynamics".
Comparative work is being done in the literature on the matching between haemodynamic and neuroelectrical profiles. Significant results on whole systems have come from the comparative analyses of blood-oxygen-level-dependent (BOLD) signals and specific neuroelectrical profiles [37] . As, in time, BOLD-specific linear predictive modelling [38] has been superseded, nonlinear modelling has shown increasing complexity, first reporting vascular responses outlasting the saturation of electrical activities [20] and then, a dependence between neuronal activity and haemodynamic response exhibiting a saturating behaviour, and global linearity with embedded short-range nonlinearities [39] . Comparatively, an integration of fast neural dynamics into slow haemodynamics [40] has been observed and described, giving yet another variant on the interpretation of nonlinear neurovascular behaviours.
Even more recently, some groups have shown apparent discrepancies between haemodynamics and neural activity, demonstrating enhanced neural activity in the presence of active vasoconstriction [26] and a hitherto unknown anticipatory vascular response to tentative onset of neural signalling [27] .
This scenario on BOLD responses, though still deserving strong cautions, may be potentially transferred to NIRS. Recent literature supports the homogeneity of NIRS and BOLD readings [41] and of their vascular sensitivity [42] . In offering an access to the cortical vascular dynamics to single and individual sensory stimuli with stringent temporal adherence, our system can be expected to yield an unprecedented fidelity to the nuances of the neural responses.
Further information can be derived from the observation that the respiratorysynchronous amplitude C(t) does not appear to exhibit clear stimulus-related responses such as A(t) ad B(t). Indeed, the technological accessibility of activity-related breath-tobreath and heartbeat-to-heartbeat differential oxygenation has been questioned as far back as 1998 [43] . The underlying picture [44] , where analysis of the transcranial NIRS signal had shown components at respiratory frequency, left open the question whether such components were to be considered locally or systemically event-related. Indeed, our current measurements and analysis are suggestive of the latter case.
Seen from the side of the potential development of NIRS active implants, this
indicates that while indeed signalling-related variations of tissue haemodynamics can be detected and timed, determination of the local oxygen consumption (and thus of the metabolic rate) from differential breath-to breath NIRS only, still proves to be challenging at the very least.
CONCLUSIONS
A system for the detection of the cortical NIRS recording of blood flow fluctuations, due to spontaneous or stimulus-induced conditions, optimized for simplicity and scalability to small size has been described. The system shows a response adequate both for reference data production and as a size-and complexity-compatible demonstrator for microengineered probes.
In providing a coherent and precisely timed single-stimulus response of local cortical haemodynamics, the system constitutes a novel pathway to the understanding of brain cortex physiology. The approach outlined has also given clear indications on the information that can, and cannot, be extracted from the breath-to-breath cerebral NIRS signal, thus providing substantial progress on resolving the issue whether the NIRS signal alone can be employed in a direct determination of cerebral oxygen consumption.
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